The effect of respiratory aerosol inhalers and nasal sprays on breath alcohol testing devices used in Great Britain.
Subjects suffering from respiratory diseases occasionally experience difficulty when attempting to provide breath samples to satisfy the requirements of breath alcohol testing devices. In order to assist ventilation, such subjects may resort to the use of an aerosol inhaler. Twenty aerosol inhalers containing drugs which exhibit an effect on the respiratory system and five nasal sprays used to relieve the symptoms of hay fever, have been tested for interference on the range of breath alcohol measuring devices used by the police in Great Britain. No interference attributable to the contents of any of the aerosol inhalers or nasal sprays tested was observed on any of the instruments in police use.